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Abstract 

Introduction: Studies using different assays and technologies showed highly promising diagnostic value of plasma 
phosphorylated (P-)tau levels for Alzheimer’s disease (AD). We aimed to compare six P-tau Simoa assays, including 
three P-tau181 (Eli Lilly, ADx, Quanterix), one P-tau217 (Eli Lilly), and two P-tau231 (ADx, Gothenburg).

Methods: We studied the analytical (sensitivity, precision, parallelism, dilution linearity, and recovery) and clinical (40 
AD dementia patients, age 66±8years, 50%F; 40 age- and sex-matched controls) performance of the assays.

Results: All assays showed robust analytical performance, and particularly P-tau217 Eli Lilly; P-tau231 Gothenburg 
and all P-tau181 assays showed robust clinical performance to differentiate AD from controls, with AUCs 0.936–0.995 
(P-tau231 ADx: AUC = 0.719). Results obtained with all P-tau181 assays, P-tau217 Eli Lilly assay, and P-tau231 Gothen-
burg assay strongly correlated (Spearman’s rho > 0.86), while correlations with P-tau231 ADx results were moderate 
(rho < 0.65).

Discussion: P-tau isoforms can be measured robustly by several novel high-sensitive Simoa assays.

Keywords: Alzheimer’s disease, Blood biomarkers, P-tau181, P-tau217, P-tau231, Phosphorylated tau proteins, Simoa, 
Ultra-sensitive immunoassays, Analytical validation, Clinical validation
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Background
Alzheimer’s disease (AD) neuropathology is defined by 
amyloid-β (Aβ) accumulation in extracellular plaques 
and hyper-phosphorylated tau (P-tau) accumulation in 
neurofibrillary tangles [1–3]. Aβ and tau pathology can 
be visualized on positron emission tomography (PET) 
or in the cerebrospinal fluid (CSF) to assist AD diagnosis 

[1]. However, these methods are invasive, expensive, and 
not widely available in care settings, which hinder imple-
mentation and use. Therefore, there is a strong interest to 
develop blood-based biomarkers for AD.

Different studies using different assays and tech-
nologies showed that plasma P-tau isoforms, such as 
P-tau181, P-tau217, and P-tau231 are highly accurate 
and specific for detection of PET-confirmed Aβ and 
tau pathology across the clinical AD continuum [4–12]. 
Furthermore, plasma P-tau181, P-tau217, and P-tau231 
have been reported to be already increased in Aβ-PET-
positive but still tau-PET-negative individuals [5, 7, 11], 
suggesting sensitivity for early Alzheimer’s pathology. 
Moreover, plasma P-tau has strong value in differential 
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diagnosis, with high accuracy for discriminating patients 
with AD from frontotemporal lobar degeneration [4, 5, 
8, 11–14]. In addition, among patients with dementia 
with Lewy bodies, plasma P-tau identifies amyloid co-
pathology [14, 15].

There is a debate whether specific P-tau isoforms have 
favorable accuracies for diagnosis of AD dementia. For 
example, some studies in CSF showed higher accuracy of 
P-tau217 than P-tau181 in CSF to detect AD pathological 
changes [16, 17]. Likewise, in a comparative plasma study, 
it was suggested that plasma P-tau217 might be a better 
biomarker as compared to P-tau181 [8], though this was 
not observed by an independent study with an updated 
form of this P-tau181 assay [18]. Plasma P-tau231 on the 
other hand was suggested to have greatest potential to 
detect AD pathology in the earliest disease stages [11]. 
The different plasma P-tau assays that are currently avail-
able employ different platforms and different antibody 
pairs for detection of the different isoforms. It is not yet 
known whether there are technical reasons, such as dif-
ferences in binding affinities and specificity of antibod-
ies or sensitivity of the platforms or biological reasons 
that explain potential differences in clinical performance 
between the P-tau isoforms.

Here, we present a head-to-head analytical and clinical 
comparison of six novel P-tau assays that were developed 
on the high-sensitivity Simoa platform, including three 
different P-tau181 assays (Eli Lilly, ADx NeuroSciences, 
and Quanterix), one P-tau217 assay (Eli Lilly), and two 
P-tau231 assays (ADx NeuroSciences, Gothenburg).

Methods
Plasma samples
For the analytical validation, left-over  K2EDTA plasma of 
routine diagnostic measurements at the Clinical Chem-
istry department was used. No clinical data were col-
lected. The plasma tubes were centrifuged at 1800xg for 
10 min. To reach a high volume, the plasma of different 
tubes derived from different individuals was pooled. The 
different plasma pools were aliquoted into polypropylene 
tubes (Sarstedt, Germany) and stored at −80°C until use.

For the clinical validation, we selected 40 partici-
pants with AD dementia from the Amsterdam Demen-
tia Cohort [19, 20] (average±standard deviation (SD) 
age 66±8 years, n = 20 (50%) female), who were diag-
nosed according the NIA-AA diagnostic AD criteria [21] 
and had a CSF biomarker-confirmed AD diagnosis. We 
selected 40 age- and sex-matched (age 66±8 years, n = 20 
(50%) female) cognitively healthy control participants 
from the Dutch Brain Research Registry (Hersenonder-
zoek.nl; CSF AD biomarker status unknown) [22]. The 
minimal sample size required was calculated based on 
three different studies, one study for each of the three 

P-tau forms that were measured in our study (P-tau181, 
P-tau217, P-tau231) [4, 11, 23]. The power calculation 
showed that a study with a minimum sample size of 4–8 
participants per group would be sufficient to achieve a 
power (β) of 80% and a level of significance (α, two sided) 
of 5% for detecting true differences in values between 
the patients with AD and the controls.  K2EDTA plasma 
samples were obtained from all participants through 
venipuncture. After a 10-min centrifugation at 1800xg, 
plasma was aliquoted into 0.5-mL portions in polypro-
pylene storage tubes (Sarstedt, Germany) and stored at 
−80°C until use.

Prior to the P-tau analyses, plasma samples were 
shortly thawed, vortexed, and centrifuged at 10,000xg for 
10 min. All analyses were performed on the Simoa HD-X 
platform (Quanterix, Billerica, MA, USA) according to 
manufacturer’s instructions. All measurements for ana-
lytical and clinical validation of the P-tau assays were per-
formed at the Neurochemistry Laboratory, Amsterdam 
UMC, VUmc, Amsterdam, the Netherlands, except for 
the P-tau231 Gothenburg assay, for which the measure-
ments were performed at the Clinical Neurochemistry 
Laboratory, Sahlgrenska University Hospital, Mölndal, 
Sweden. All P-tau analyses were performed in duplicates.

P‑tau assays
The study included three P-tau181 assays (Eli Lilly, ADx, 
and Quanterix), one P-tau217 assay (Eli Lilly), and two 
P-tau231 assays (ADx, Gothenburg). The P-tau181 assay 
of Quanterix is commercially available (#103714, Simoa® 
P-tau-181 V2 Advantage Kit), which is a modification of 
an earlier published set-up using the same antibodies and 
calibrator [5]. Both Eli Lilly assays are prototype Simoa 
assays based on the earlier published Meso Scale Discov-
ery (MSD) assay set-up [18]. Both ADx assays are new 
prototype assays including in-house developed antibod-
ies. The P-tau231 Gothenburg assay is a prototype assay 
developed by the Neurochemistry Laboratory of the 
University of Gothenburg [11]. Assay characteristics are 
summarized in Table 1.

All assays use different capture and detector antibod-
ies or different combinations of them. All assays were 
calibrated with seven to nine calibrator points using a 
synthetic peptide, except the P-tau181 Quanterix assay 
that used a recombinant protein (full-length recombinant 
tau1-441 phosphorylated in  vitro by glycogen synthase 
kinase 3β; TO8–50FN; SignalChem, Vancouver, BC, Can-
ada) [5]. For the Eli Lilly assays (P-tau181 and P-tau217), 
two different synthetic peptides were used. For both ADx 
assays (P-tau181 and P-tau231), one single synthetic 
peptide with a phosphorylation on both threonine 181 
and 231 was used. For P-tau231 Gothenburg, full-length 



Page 3 of 15Bayoumy et al. Alzheimer’s Research & Therapy          (2021) 13:198  

Ta
bl

e 
1 

A
na

ly
tic

al
 c

ha
ra

ct
er

is
tic

s 
of

 th
e 

si
x 

P-
ta

u 
as

sa
ys

P‑
ta

u1
81

P‑
ta

u1
81

P‑
ta

u1
81

P‑
ta

u2
17

P‑
ta

u2
31

P‑
ta

u2
31

A
ss

ay
 c

ha
ra

ct
er

is
tic

s
 

As
sa

y
Pr

ov
id

er
El

i L
ill

y
A

D
x 

N
eu

ro
Sc

ie
nc

es
Q

ua
nt

er
ix

El
i L

ill
y

A
D

x 
N

eu
ro

Sc
ie

nc
es

G
ot

he
nb

ur
g 

(N
A

)
St

at
us

Pr
ot

ot
yp

e
Pr

ot
ot

yp
e

Co
m

m
er

ci
al

Pr
ot

ot
yp

e
Pr

ot
ot

yp
e

Pr
ot

ot
yp

e

Ca
ta

lo
gu

e 
nu

m
be

r
N

/A
N

/A
10

37
14

N
/A

N
/A

N
/A

Bi
ofl

ui
d

ED
TA

 p
la

sm
a

ED
TA

 p
la

sm
a

ED
TA

 p
la

sm
a

ED
TA

 p
la

sm
a

ED
TA

 p
la

sm
a

ED
TA

 P
la

sm
a 

/S
er

um

 
Pl

at
fo

rm
Si

m
oa

Si
m

oa
 H

D
-X

Si
m

oa
 H

D
-X

Si
m

oa
 H

D
-X

Si
m

oa
 H

D
-X

Si
m

oa
 H

D
-X

Si
m

oa
 H

D
-x

/H
D

-1

 
An

tib
od

-
ie

s
N

am
e 

ca
pt

ur
e

AT
27

0
A

D
x2

52
AT

27
0

FA
b2

 o
f I

BA
49

3
A

D
x2

53
A

D
x2

53

Ep
ito

pe
 c

ap
tu

re
 (A

A)
 

ac
co

rd
in

g 
to

 ta
u 

44
1 

nu
m

be
rin

g

Se
qu

en
ce

 1
76

-P
PA

PK
T(

p)
P-

18
2 

ph
os

ph
or

yl
at

ed
 s

pe
-

ci
fic

al
ly

 a
t t

hr
eo

ni
ne

-1
81

Ph
os

ph
o-

Th
r 1

81
 a

nd
 n

o 
cr

os
s-

re
ac

tiv
ity

 w
ith

 p
ho

sp
ho

-
Th

r1
75

Se
qu

en
ce

 
17

6-
PP

A
PK

T(
p)

P-
18

2 
ph

os
ph

or
yl

at
ed

 s
pe

ci
fi-

ca
lly

 a
t t

hr
eo

ni
ne

-1
81

Pe
pt

id
e 

ph
os

ph
or

yl
at

ed
 a

t 
Th

r2
17

Ph
os

ph
or

yl
at

ed
 ta

u 
at

 T
23

1
Ph

os
ph

or
yl

at
ed

 ta
u 

at
 T

23
1

N
am

e 
de

te
ct

or
LR

L
A

D
x2

04
Ta

u1
2

4G
10

E2
A

D
x2

04
Ta

u1
2

Ep
ito

pe
 d

et
ec

to
r 

(A
A)

11
1–

13
0 

ac
co

rd
in

g 
to

 th
e 

Ta
u4

41
 s

eq
ue

nc
e

N
-t

er
m

in
al

, t
ha

t r
ec

og
ni

ze
s 

al
l f

or
m

s 
of

 ta
u 

ex
ce

pt
 th

os
e 

ph
os

ph
or

yl
at

ed
 a

t T
yr

 1
8

N
-t

er
m

in
al

 e
pi

to
pe

 
6-

Q
EF

EV
M

ED
H

A
G

T-
18

11
1–

13
0 

ac
co

rd
in

g 
to

 th
e 

Ta
u4

41
 s

eq
ue

nc
e

N
-t

er
m

in
al

, t
ha

t 
re

co
gn

iz
es

 a
ll 

fo
rm

s 
of

 ta
u 

ex
ce

pt
 th

os
e 

ph
os

ph
or

yl
at

ed
 a

t 
Ty

r 1
8

N
-t

er
m

in
al

 e
pi

to
pe

 
6-

Q
EF

EV
M

ED
-

H
A

G
T-

18

 
As

sa
y 

pr
ot

oc
ol

St
ep

s
2-

st
ep

 a
ss

ay
2-

st
ep

 a
ss

ay
2-

st
ep

 a
ss

ay
3-

st
ep

 a
ss

ay
2-

st
ep

 a
ss

ay
3-

st
ep

 a
ss

ay

In
cu

ba
tio

n 
tim

es
, 

m
in

60
-5

60
-1

0.
5

35
-5

30
-5

.1
5-

5.
15

60
-5

.1
5

40
-7

-7

Sa
m

pl
e/

ca
lib

ra
to

r 
vo

lu
m

e,
 μ

L
10

0
13

5
10

0
10

0
10

0
10

0 

Be
ad

s v
ol

um
e,

 μ
L

25
25

25
25

25
25

D
et

ec
to

r v
ol

um
e,

 μ
L

20
20

20
10

0
20

10
0

SB
G

 v
ol

um
e,

 μ
L

10
0

10
0

10
0

10
0

10
0

10
0

 
As

sa
y 

re
ag

en
ts

H
el

pe
r b

ea
ds

, %
 o

f 
be

ad
s

66
%

50
%

60
%

50
%

50
%

0%

SB
G

, p
M

15
0 

pM
50

pM
15

0 
pM

15
0 

pM
50

 p
M

30
0

D
et

ec
to

r, 
μg

/m
L

1
0.

6
U

nk
no

w
n

0.
1

0.
6

2

 
Ca

lib
ra

-
to

r
Ty

pe
Sy

nt
he

tic
 p

ep
tid

e
Sy

nt
he

tic
 p

ep
tid

e
Re

co
m

bi
na

nt
 p

ro
te

in
Sy

nt
he

tic
 p

ep
tid

e
Sy

nt
he

tic
 p

ep
tid

e
Re

co
m

bi
na

nt
 

pr
ot

ei
n

N
o.

 o
f c

al
ib

ra
to

r 
po

in
ts

9
8

7
8

8
8

Ra
ng

e,
 p

g/
m

L
0.

22
6-

52
0.

62
5-

50
0.

17
7-

86
0.

04
-1

80
0.

31
25

-4
0

0-
64

Cu
rv

e 
fit

1/
y2 -w

ei
gh

te
d 

5P
L

1/
y2 -w

ei
gh

te
d 

5P
L

1/
y2 -w

ei
gh

te
d 

4P
L

1/
y2 -w

ei
gh

te
d 

4P
L

1/
y2 -w

ei
gh

te
d 

5P
L

1/
y2 -w

ei
gh

te
d 

4P
L

 
Sa

m
pl

e 
di

lu
tio

n
Fo

ld
-d

ilu
tio

n
4

5
4

2
5

2

Re
co

m
m

en
de

d 
m

et
ho

d
A

ut
om

at
ed

M
an

ua
l

A
ut

om
at

ed
A

ut
om

at
ed

M
an

ua
l

A
ut

om
at

ed



Page 4 of 15Bayoumy et al. Alzheimer’s Research & Therapy          (2021) 13:198 

Ta
bl

e 
1 

(c
on

tin
ue

d)

P‑
ta

u1
81

P‑
ta

u1
81

P‑
ta

u1
81

P‑
ta

u2
17

P‑
ta

u2
31

P‑
ta

u2
31

A
ss

ay
 s

en
si

tiv
it

y 
an

d 
pr

ec
is

io
n 

re
su

lts

 
Se

ns
iti

vi
ty

An
al

yt
ic

al
 L

LO
Q

, 
pg

/m
L

1.
55

2.
36

0.
24

0.
15

0.
56

3.
95

Fu
nc

tio
na

l L
LO

Q
, 

pg
/m

L
6.

2
11

.8
0.

96
0.

3
2.

8
7.

9

 
Co

nc
en

-
tr

at
io

ns
 o

f 
Q

C 
an

d 
KC

 
pa

ne
ls

Q
C1

: h
ig

h,
 p

g/
m

L
15

26
.8

3.
8

2
7.

4
26

.7

Q
C2

: i
nt

er
m

ed
ia

te
, 

pg
/m

L
6.

9
13

.3
1.

3
0.

6
4.

7
17

.1

Q
C3

: l
ow

, p
g/

m
L

5.
9

9.
6

1.
1

0.
2

2.
6

8.
3

KC
1,

 p
g/

m
L

4.
05

9.
75

3.
22

0.
64

1.
41

N
A

KC
2,

 p
g/

m
L

16
.6

9
17

.8
7

70
.3

5
1.

99
5.

72
N

A

KC
3,

 p
g/

m
L

14
2.

01
N

/A
N

/A
61

.6
N

/A
N

A

 
Pr

ec
isi

on
 

Q
Cs

Av
er

ag
e 

In
tr

a-
as

sa
y 

%
CV

6.
6

14
.5

7.
7

13
.5

16
.8

3.
7

Av
er

ag
e 

In
te

r-
as

sa
y 

%
CV

10
15

.2
19

.5
14

.1
27

.7
5.

1

 
Pr

ec
isi

on
 

KC
s

Av
er

ag
e 

In
tr

a-
as

sa
y 

%
CV

5.
6

16
6

9
19

.9
N

A

Av
er

ag
e 

In
te

r-
as

sa
y 

%
CV

9
23

29
.5

10
.5

30
.5

N
A

 
Cl

in
ic

al
 

sa
m

pl
es

 
m

ea
su

re
-

m
en

ts

N
um

be
r

80
80

80
80

80
80

Ra
ng

e 
co

nc
en

tr
a-

tio
n,

 p
g/

m
L

2.
69

–2
1.

65
1.

91
–7

7.
29

0.
89

–8
.6

5
0.

04
–1

.9
3

1–
16

.0
7

5.
68

–2
5.

8

W
ith

in
 c

al
ib

ra
to

r 
ra

ng
e,

 %
10

0%
10

0%
10

0%
10

0%
10

0%
10

0%

Ra
ng

e,
 C

V%
0.

00
–2

3.
23

0.
33

–6
9.

08
0.

1–
15

.9
1

0.
07

–6
4

0.
05

–5
1.

34
0.

01
–1

4.
49

Av
er

ag
e 

CV
%

5.
74

12
.2

0
5.

83
14

.2
0

8.
25

3.
35

n 
m

ea
su

re
d 

<
LL

O
Q

21
14

1
39

1
7

n 
m

ea
su

re
d 

>
 2

0%
CV

1
13

0
16

3
0

O
th

er
 v

al
id

at
io

n 
re

su
lts

 
Pa

ra
lle

lis
m

Av
er

ag
e 

slo
pe

 o
f 

sa
m

pl
es

0.
67

0.
43

0.
49

0.
59

0.
61

0.
90

Ra
ng

e 
of

 sl
op

es
 o

f 
sa

m
pl

es
0.

55
–0

.7
5

0.
33

–0
.6

1
0.

39
–0

.6
1

0.
53

–0
.6

8
0.

48
–0

.7
2

0.
85

–0
.9

7

Av
er

ag
e 

slo
pe

 o
f 

ca
lib

ra
to

r
0.

67
0.

39
0.

52
0.

60
0.

72
0.

78

Pa
ra

lle
lis

m
, %

99
.6

11
0.

3
94

.6
98

.7
84

11
6



Page 5 of 15Bayoumy et al. Alzheimer’s Research & Therapy          (2021) 13:198  

Ta
bl

e 
1 

(c
on

tin
ue

d)

P‑
ta

u1
81

P‑
ta

u1
81

P‑
ta

u1
81

P‑
ta

u2
17

P‑
ta

u2
31

P‑
ta

u2
31

 
D

ilu
tio

n 
lin

ea
rit

y
Sp

ik
ed

 c
on

ce
nt

ra
-

tio
n,

 p
g/

m
l

15
0

15
0

15
0

11
15

0

D
f (

x)
M

ea
n 

%
L

D
f (

x)
M

ea
n 

%
L

D
f (

x)
M

ea
n 

%
L

D
f (

x)
M

ea
n 

%
L

D
f (

x)
M

ea
n 

%
L

D
f (

x)
D

f (
x)

Li
ne

ar
 d

ilu
tio

n 
fa

ct
or

 w
ith

 m
ea

n 
%

Li
ne

ar
ity

1
-

1
-

1
-

1.
00

-
1

-
1

1

5
17

3
5

54
5

20
0

2.
80

11
8

5
14

7
5

5

25
13

2
25

13
9

25
11

7
7.

84
12

5
25

81
25

25

12
5

12
0

12
5

11
7

12
5

11
8

21
.9

5
11

5
12

5
11

2
12

5
12

5

62
5

29
4

62
5

37
6

62
5

15
3

61
.4

7
10

9
62

5
15

0
62

5
62

5

31
25

42
6

31
25

54
1

31
25

26
5

17
2.

10
13

4
31

25
19

6
31

25
31

25

 
Re

co
ve

ry
Sp

ik
e

M
ea

n 
%

R
Sp

ik
e

M
ea

n 
%

R
Sp

ik
e

M
ea

n 
%

R
Sp

ik
e

M
ea

n 
%

R
Sp

ik
e

M
ea

n 
%

R
Sp

ik
e

M
ea

n 
%

R

Sp
ik

ed
 c

on
ce

nt
ra

-
tio

n 
(p

g/
m

L)
W

ith
 m

ea
n 

%
Re

co
v-

er
y

0.
8

10
2

0.
85

54
0.

8
72

0.
4

10
8

0.
85

13
1

1
15

0

4.
0

95
4.

27
67

4.
0

82
1

10
7

4.
27

13
9

6
12

4

20
.0

14
9

21
.3

3
67

20
.0

83
4

11
3

21
.3

3
14

7
24

11
3

Ph
os

ph
o-

sp
ec

ifi
c 

an
tib

od
y 

FA
b2

 o
f I

BA
49

3 
an

d 
an

ti-
ta

u 
an

tib
od

ie
s 

LR
L 

an
d 

4G
10

E2
 a

re
 p

ro
pe

rt
y 

of
 E

li 
Li

lly
 a

nd
 C

om
pa

ny
. P

ho
sp

ho
-s

pe
ci

fic
 a

nt
ib

od
y 

A
D

x2
52

, A
D

x2
53

, a
nd

 a
nt

i-t
au

 a
nt

ib
od

y 
A

D
x2

04
 a

re
 p

ro
pe

rt
y 

of
 

A
D

x 
N

eu
ro

Sc
ie

nc
es

. P
ho

sp
ho

-s
pe

ci
fic

 A
T2

70
 is

 o
f T

he
rm

oF
is

ch
er

 S
ci

en
tifi

c,
 a

nd
 T

au
-s

pe
ci

fic
 T

au
12

 is
 o

f S
ig

m
a 

A
ld

ric
h.

 A
na

ly
tic

al
 L

LO
Q

 w
as

 c
al

cu
la

te
d 

as
 th

e 
m

ea
n 

si
gn

al
 o

f 1
6 

bl
an

ks
 p

lu
s 

10
 ti

m
es

 th
e 

SD
, w

ith
 th

e 
P-

ta
u 

co
nc

en
tr

at
io

n 
ex

tr
ap

ol
at

ed
 fr

om
 th

e 
ca

lib
ra

tio
n 

cu
rv

e.
 T

hi
s 

w
as

 m
ul

tip
lie

d 
by

 th
e 

sa
m

pl
e 

di
lu

tio
n 

fa
ct

or
 to

 o
bt

ai
n 

th
e 

fu
nc

tio
na

l L
LO

Q
. Q

C 
sa

m
pl

es
 a

re
 E

D
TA

 p
la

sm
a 

po
ol

s 
an

d 
sp

ec
ifi

c 
to

 e
ac

h 
as

sa
y.

 K
C 

sa
m

pl
es

 w
er

e 
fr

om
 th

e 
pr

ov
id

er
s 

an
d 

sp
ec

ifi
c 

to
 e

ac
h 

as
sa

y,
 e

ith
er

 s
yn

th
et

ic
 p

ep
tid

e 
or

 re
co

m
bi

na
nt

 p
ro

te
in

 s
pi

ke
d 

in
 b

uff
er

 (b
ot

h 
El

i L
ill

y 
as

sa
ys

 a
nd

 P
-t

au
18

1 
Q

ua
nt

er
ix

 a
ss

ay
, r

es
pe

ct
iv

el
y)

 o
r r

em
na

nt
 E

D
TA

 p
la

sm
a 

sa
m

pl
e 

(b
ot

h 
A

D
x 

as
sa

ys
). 

KC
s 

w
er

e 
no

t a
va

ila
bl

e 
fo

r t
he

 P
-t

au
23

1 
G

ot
he

nb
ur

g 
as

sa
y.

 A
ve

ra
ge

 in
tr

a-
an

d 
in

te
r-

as
sa

y 
va

ria
tio

n 
w

as
 d

er
iv

ed
 fr

om
 m

ea
su

rin
g 

th
e 

Q
C 

an
d 

KC
 p

an
el

s 
ov

er
 fo

ur
 in

de
pe

nd
en

t r
un

s 
(e

xc
ep

t o
nl

y 
tw

o 
ru

ns
 fo

r t
he

 
hi

gh
 Q

C 
sa

m
pl

e 
w

ith
 th

e 
P-

ta
u1

81
 A

D
x)

. W
ith

 e
ac

h 
as

sa
y,

 8
0 

cl
in

ic
al

 s
am

pl
es

 w
er

e 
m

ea
su

re
d,

 b
ut

 d
ue

 to
 te

ch
ni

ca
l r

ea
so

ns
 d

up
lic

at
e 

re
su

lts
 w

er
e 

ob
ta

in
ed

, f
or

 6
6 

sa
m

pl
es

 w
ith

 P
-t

au
18

1 
El

i L
ill

y,
 fo

r 7
4 

w
ith

 P
-t

au
18

1 
A

D
x,

 
fo

r 7
9 

w
ith

 P
-t

au
21

7 
El

i L
ill

y,
 fo

r 7
9 

w
ith

 P
-t

au
23

1 
A

D
x 

an
d 

fo
r 7

4 
w

ith
 P

-t
au

23
1 

G
ot

he
nb

ur
g.

 N
o 

re
su

lts
 w

er
e 

ob
ta

in
ed

 fo
r 3

 s
am

pl
es

 w
ith

 P
-t

au
18

1 
El

i L
ill

y,
 fo

r 1
 s

am
pl

e 
w

ith
 P

-t
au

18
1 

A
D

x 
an

d 
fo

r 3
 s

am
pl

es
 w

ith
 P

-t
au

23
1 

G
ot

he
nb

ur
g.

 F
or

 p
ar

al
le

lis
m

, w
ith

 e
ac

h 
as

sa
y,

 fo
ur

 s
am

pl
es

 w
er

e 
m

ea
su

re
d 

af
te

r b
ei

ng
 fo

ur
-t

im
es

 2
-fo

ld
 s

er
ia

lly
 d

ilu
te

d 
(P

-t
au

18
1 

El
i L

ill
y,

 P
-t

au
18

1 
A

D
x,

 a
nd

 P
-t

au
23

1 
A

D
x:

 s
ta

rt
in

g 
di

lu
tio

n 
5-

fo
ld

, r
ea

ch
in

g 
40

-fo
ld

; 
P-

ta
u1

81
 Q

ua
nt

er
ix

: s
ta

rt
in

g 
di

lu
tio

n 
4-

fo
ld

, r
ea

ch
in

g 
32

-fo
ld

; P
-t

au
21

7 
El

i L
ill

y 
an

d 
P-

ta
u2

31
 G

ot
he

nb
ur

g:
 s

ta
rt

in
g 

di
lu

tio
n 

2-
fo

ld
, r

ea
ch

in
g 

16
-fo

ld
). 

Fo
r d

ilu
tio

n 
lin

ea
rit

y,
 th

re
e 

sa
m

pl
es

 w
er

e 
sp

ik
ed

 w
ith

 h
ig

h 
re

co
m

bi
na

nt
 

pr
ot

ei
n 

co
nc

en
tr

at
io

n,
 s

ub
se

qu
en

tly
 m

ea
su

re
d 

un
di

lu
te

d,
 a

nd
 s

er
ia

lly
 d

ilu
te

d 
un

til
 lo

w
 P

-t
au

 c
on

ce
nt

ra
tio

ns
 b

el
ow

 th
e 

LL
O

Q
s 

of
 th

e 
as

sa
ys

. W
ith

 th
e 

P-
ta

u1
81

 A
D

x 
as

sa
y,

 tw
o 

ou
t o

f t
hr

ee
 o

f t
he

 u
nd

ilu
te

d 
sa

m
pl

es
 w

er
e 

no
t m

ea
su

ra
bl

e,
 li

ke
ly

 d
ue

 to
 m

at
rix

 e
ffe

ct
. W

ith
 th

e 
P-

ta
u2

31
 G

ot
he

nb
ur

g,
 s

ig
na

ls
 w

er
e 

no
t d

et
ec

te
d 

fo
r t

he
 lo

w
es

t t
w

o 
di

lu
tio

ns
 w

ith
 th

e 
th

re
e 

sa
m

pl
es

P-
ta

u 
Ph

os
ph

or
yl

at
ed

 ta
u,

 S
BG

 S
tr

ep
ta

vi
di

n 
β-

ga
la

ct
os

id
as

e,
 P

L 
Po

ly
no

m
ia

l, 
LL

O
Q

 L
ow

er
 li

m
it 

of
 q

ua
nt

ifi
ca

tio
n,

 Q
C 

Q
ua

lit
y 

co
nt

ro
l, 

KC
 K

it 
co

nt
ro

l, 
CV

 C
oe

ffi
ci

en
t o

f v
ar

ia
tio

n,
 %

L 
%

 li
ne

ar
ity

, %
R 

%
 re

co
ve

ry
, N

A 
N

ot
 

ap
pl

ic
ab

le



Page 6 of 15Bayoumy et al. Alzheimer’s Research & Therapy          (2021) 13:198 

recombinant tau 441 phosphorylated in vitro by glycogen 
synthase kinase 3β was used as the calibrator.

Analytical validation of the P‑tau assays
We validated the sensitivity (lower limit of quantifica-
tion; LLOQ), precision, parallelism, dilution linearity, 
and recovery of all P-tau assays according to the method 
developed by the BIOMARKAPD consortium [23] 
(details in Table 1).

For each assay, LLOQ was calculated from the mean 
signal of 16 blanks plus 10x SD, with the P-tau concen-
tration interpolated from the calibration curve (i.e., the 
analytical LLOQ) and subsequently multiplied by the 
sample dilution factor (i.e., the functional LLOQ). Intra-
assay precision was derived from the duplicate measure-
ments of the 80 clinical samples. Inter-assay precision 
was calculated by measuring assay-specific quality con-
trol (QC) panels of three pooled EDTA plasma samples 
(high, medium, and low) and two or three kit controls 
(provided by the manufacturers; except for the P-tau231 
Gothenburg assay that did not include KCs) over four 
runs (except for QC high with P-tau181 ADx, which 
was measured twice). Parallelism was calculated as the 
average %-agreement of the slope of the assay calibra-
tor with the slopes of four and 4-times serially diluted 
plasma samples. For P-tau181 Eli Lilly, P-tau181 ADx, 
and P-tau231 ADx, the starting dilution was 5-fold, with 
a subsequent 2-fold serial dilution until 40-fold. For 
P-tau181 Quanterix, the starting dilution was 4-fold with 
a subsequent 2-fold dilution until 32-fold. For P-tau217 
Eli Lilly and P-tau231 Gothenburg assays, the starting 
dilution was 2-fold, with a subsequent 2-fold serial dilu-
tion until 16-fold. Parallelism results measured below the 
LLOQ were not excluded from the calculations. Dilu-
tion linearity was assessed using three samples with an 
assay-specific spike that were measured undiluted and 
serially diluted until ultimately low levels below LLOQ 
were reached. The average %-agreement of P-tau con-
centration in a serially diluted sample was calculated in 
comparison to the P-tau concentration measured in the 
previous dilution. Recovery of each assay was determined 
by measuring P-tau in four plasma samples that were 
diluted according to their standard dilution factor and 
spiked with a low, medium, and high spike of the assay-
specific calibrator, in comparison to non-spiked sample.

Data analysis
Acceptance criteria were < 20% coefficient of varia-
tion (CV) for precision, or between 80 and 120% for 
%-agreement calculations. For the clinical results, we 
used Spearman’s correlations to assess the agreement of 
P-tau measurements between the assays. We used non-
parametric Mann-Whitney U tests to compare P-tau 

levels between the AD dementia and control groups. 
Since we included 6 assays in this study for P-tau meas-
urement, the p value that we considered significant for 
these group comparisons after Bonferroni correction 
was p < 0.05/6 = p < 0.0083. We applied receiver operat-
ing characteristic curve (ROC) analysis to calculate the 
accuracy of the P-tau assays to discriminate between 
AD dementia and controls and calculated cutoffs at the 
Youden’s indices [24]. We applied repeated measures 
ANOVA using natural log-transformed and Z-trans-
formed P-tau levels as within-subject variables and group 
(AD dementia versus control) as between-subject vari-
ables, to investigate if the assays have a different discrimi-
natory potential. As a post hoc analysis, we explored the 
difference in discriminatory accuracy of the assays by 
comparing their area under the curves (AUC) obtained 
with the ROC analyses using the DeLong test [25], in 
which we regarded p < 0.05 as significant and p < 0.10 as a 
trend. For all P-tau measurements below LLOQ, we used 
interpolated concentration as assigned by the Simoa. As 
a sensitivity analysis, we re-ran our analyses in the set 
with complete P-tau data for all assays (n = 37 controls, 
n = 36 patients with AD dementia), which did not change 
the findings (results not shown). We used R version 4.0.3 
and SPSS version 26 for statistical analysis and construc-
tion of graphs.

Results
Analytical performance of the P‑tau assays
LLOQ and precision
Functional LLOQ and intra-assay precision results are 
presented in Table 1 and Fig. 1. With P-tau181 Eli Lilly, 
21 samples (27%; controls) were measured below the 
functional LLOQ and one sample (1%) was measured 
with a %CV > 20%. For P-tau181 ADx, levels of 14 sam-
ples (18%) were below LLOQ and 13 samples (18%) had 
a %CV > 20%. For P-tau181 Quanterix, level of only one 
sample (1%) was below LLOQ, and none of the samples 
had a %CV > 20%. For P-tau217 Eli Lilly, levels of 39 sam-
ples (49%; 37 of which were controls) were below LLOQ 
and 16 samples (20%) had a %CV > 20%. For P-tau231 
ADx, level of 1 sample (1%) was below LLOQ and 3 sam-
ples (4%) had a %CV > 20%. For P-tau231 Gothenburg, 7 
samples (9%) were measured below LLOQ and none of 
the samples had a %CV > 20%.

For both the in-house plasma quality controls (QC) 
and the manufacturer-provided kit controls (KC), aver-
age inter-assay precision was acceptable for all assays 
(Table  1), ranging from 5.1 (P-tau231 Gothenburg) to 
27.7% (P-tau231 ADx) for the QCs (individual values in 
supplementary table 1) and from 9 (P-tau181 Eli Lilly) to 
30.5% (P-tau231 ADx) for the KCs (individual values in 
supplementary table 2).
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Parallelism, dilution linearity, and recovery
All P-tau assays showed good parallelism (Table 1, Fig. 2), 
with average parallelism ranging from 84% (P-tau231 
ADx) to 116% (P-tau231 Gothenburg).

Dilution linearity responses of the spiked samples upon 
serial dilution varied between the P-tau assays (Table 1). 
The P-tau217 Eli Lilly assay showed the broadest dilution 
range (i.e., linear responses from undiluted until 61.5-fold 

Fig. 1 Precision plots of the six P-tau assays. For each assay, concentrations were plotted against the variation in their duplicate measurements 
(%CV), color-coded for clinical group. Due to technical reasons, duplicate results were obtained for 66/80 samples with P-tau181 Eli Lilly, for 74/80 
with P-tau181 ADx, for 79/80 with P-tau217 Eli Lilly, for 79/80 with P-tau231 ADx, and for 77/80 with P-tau231 Gothenburg. Horizontal dashed lines 
were set at CV 20%, vertical dashed lines were set at the functional LLOQ for each assay (i.e., analytical LLOQ multiplied by sample dilution factor). 
CV coefficient of variation; P-tau phosphorylated tau, LLOQ lower limit of quantification
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Fig. 2 Parallelism of the six P-tau assays. Serial dilution of four plasma samples (in green, solid lines) and one calibrator (in purple, dashed line) was 
performed for each of the P-tau assays. Plasma samples with relatively high endogenous P-tau concentrations were selected for the parallelism 
experiment. For P-tau231 Gothenburg, one sample showed no signals upon dilution for the 8- and 16-fold dilutions. Crosses represent the 
individual measurements. A linear slope was fitted for each sample and for the calibrator, the equation of which is presented in the figures
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diluted), followed by P-tau181 Quanterix and P-tau231 
ADx (5-fold until 125-fold diluted). The dilution range 
with acceptable linearity was narrowest for P-tau181 
Eli Lilly (25-fold until 125-fold), P-tau181 ADx (25-fold 
until 125-fold), and P-tau231 Gothenburg (5-fold until 
25-fold). No hook effect at spiked concentrations above 
the highest calibrator point of the assays was observed 
for any of the assays.

Average %-recovery varied between the assays 
(Table 1). For P-tau217 Eli Lilly, all spikes (low, intermedi-
ate, and high) showed acceptable recovery. For P-tau181 
Eli Lilly, the low and intermediate spikes showed accept-
able recovery. For P-tau181 Quanterix, the intermedi-
ate and high spikes showed acceptable recovery. For 
P-tau181 ADx, P-tau231 ADx, and P-tau231 Goth-
enburg, none of the low, intermediate, or high spikes 
showed acceptable recovery.

Clinical performance of the P‑tau assays
The P-tau levels measured in the plasma samples of 40 
controls and 40 patients with AD dementia with the dif-
ferent assays correlated moderately to strongly with each 
other (Fig.  3; all p  < 0.001)). Strong correlations were 
observed among the results obtained with the P-tau181 
assays (range Spearman’s rho 0.87–0.89), for P-tau217 
Eli Lilly results with results of all three P-tau181 assays 
(range 0.82–0.89) and with results of the P-tau231 
Gothenburg assay (rho 0.80) and for P-tau231 Goth-
enburg results with results of all three P-tau181 assays 
(range 0.74–0.86). Correlations for P-tau231 ADx results 
with results of all other assays were moderate (range 
0.46–0.68).

With all assays, P-tau levels were significantly higher 
in AD dementia patients compared to controls (all: 
p < 0.001; Table 2; supplementary fig. 1). For P-tau217 Eli 
Lilly, median levels were 4.1-fold higher in AD demen-
tia compared to controls, compared with 1.8-fold for 
P-tau181 Eli Lilly, 2.9-fold for P-tau181 ADx, 1.9-fold 
for P-tau181 Quanterix, 1.3-fold for P-tau231 ADx, and 
1.5-fold for P-tau231 Gothenburg. AUCs for differentiat-
ing controls and patients with AD dementia ranged from 
0.936 to 0.995 for P-tau217 Eli Lilly, all P-tau181 assays 
and P-tau231 Gothenburg assay, and was AUC = 0.719 
for P-tau231 ADx (Table  2, Fig.  4). Repeated meas-
ures ANOVA demonstrated that there were differ-
ences between the P-tau assays in their discriminatory 
potential (interaction P-tau assay*group: Wilks’ Lambda 
p < 0.001). Post hoc comparison of the AUCs of the ROC 
analysis showed that P-tau181 ADx and P-tau217 Eli Lilly 
performed comparably good (DeLong’s p = 0.38), while 
both assays outperformed P-tau181 Quanterix (P-tau181 
ADx: ΔAUC = 0.05, DeLong’s p = 0.03; P-tau217 Eli 
Lilly: ΔAUC = 0.06, DeLong’s p = 0.02). P-tau217 Eli 

Lilly outperformed P-tau231 Gothenburg (ΔAUC = 0.05, 
DeLong’s p = 0.03) and P-tau181 ADx tended to outper-
form P-tau231 Gothenburg (ΔAUC = 0.04, DeLong’s 
p = 0.08). Furthermore, both P-tau217 Eli Lilly and 
P-tau181 ADx tended to perform better than P-tau181 
Eli Lilly did (P-tau181 ADx: ΔAUC = 0.05, DeLong’s 
p = 0.08; P-tau217 Eli Lilly: ΔAUC = 0.06, DeLong’s 
p = 0.07). The P-tau231 ADx assay was outperformed by 
all assays (range ΔAUC 0.22–0.28; all p < 0.001).

Discussion
We here compared six assays of four providers that detect 
plasma P-tau isoforms 181, 217, and 231 on the Simoa, 
of which five are prototype assays and one is currently 
commercially available. With all assays, P-tau concen-
trations were measured in all clinical samples above the 
assay blanks, but for some assays particularly (P-tau181 
Eli Lilly, P-tau181 ADx, and P-tau217 Eli Lilly), a large 
proportion of control samples were measured below the 
LLOQs of the assays. Furthermore, all assays showed 
good analytical performance, especially in terms of intra- 
and inter-assay precision and parallelism. Clinically, we 
found that P-tau levels with all assays were higher in 
patients with AD dementia compared to controls and that 
particularly P-tau217 Eli Lilly assay, all three P-tau181 
assays and the P-tau231 Gothenburg assay demonstrated 
high diagnostic accuracy for AD dementia (AUC > 0.93). 
The prototype P-tau231 ADx assay showed moderate 
diagnostic accuracy for AD dementia (AUC = 0.72). Our 
extensive and systematic assay comparison in terms of 
analytical characteristics combined with a clinical vali-
dation in a small proof-of-concept cohort are relevant 
for the interpretation of results that are currently being 
obtained across cohorts and studies using different forms 
or versions of the available P-tau assays.

Precise quantification of P-tau in all samples, including 
control samples, is relevant to obtain reliable results, e.g., 
to detect slight increases in early disease stages. With all 
six Simoa P-tau assays, we obtained detectable P-tau lev-
els above the assay blanks in all clinical samples, including 
the samples of the healthy controls. However, especially 
with the P-tau217 Eli Lilly and P-tau181 ADx assays, 
many control samples were measured below LLOQ, 
resulting in higher imprecision (i.e., CV > 20%). This 
could impose difficulties on the clinical use of the two 
assays as stand-alone diagnostic tests, especially in early 
AD stages. By contrast, the P-tau181 Eli Lilly, P-tau181 
Quanterix, P-tau231 ADx, and P-tau231 Gothenburg 
assays showed more robust intra-assay precision pro-
files. Although with the P-tau181 Eli Lilly assay, almost 
half of the control samples were measured below LLOQ, 
and with the P-tau231 Gothenburg 7 samples were meas-
ured below LLOQ, none of the measured samples had a 
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Fig. 3 Scatterplots of the six P-tau isoforms, color-coded for diagnostic group. Correlation coefficient rho is calculated using Spearman’s rank 
correlation. Controls are presented in green and patients with AD dementia in purple. P-tau phosphorylated tau



Page 11 of 15Bayoumy et al. Alzheimer’s Research & Therapy          (2021) 13:198  

CV% > 20%. With both the P-tau181 Quanterix and the 
P-tau231 ADx assays, only one sample was measured 
below LLOQ and respectively only one and three sam-
ples had a CV > 20%. In agreement with the intra-assay 
precision plots, particularly QC plasma samples with low 
concentrations close to or below the LLOQs of the assays 
showed variability of the results over the independent 
runs. Similar high variability was also noted for kit con-
trols with concentrations close to or below the LLOQs. 

For other purposes, we used the P-tau181 Quanterix 
assay over 61 Simoa runs, using one assay lot, to monitor 
inter-assay precision over 3 months. We observed repro-
ducible measurements with an average of 9% CV for the 
plasma QCs over time (data not shown). This extensive 
inter-assay precision data for P-tau181 Quanterix extends 
on the findings of our current study confirming that the 
P-tau181 Quanterix assay is a stable assay.

Table 2 Clinical performance of the six P-tau assays

Median concentrations are in pg/mL. Fold change was calculated by dividing the median concentration in the AD dementia group over the median concentration in 
the control group. AUCs were derived from ROC analysis. All group comparisons were significant with p values below the Bonferroni-adjusted p value cutoff of 0.0083. 
P-tau cutoff was specified at the Youden’s indeces (maximum sum of sensitivity and specificity)

P-tau Phosphorylated tau, AD Alzheimer’s disease, IQR: Interquantile range, AUC  Area under the curve, sens Sensitivity, spec Specificity

AD dementia Controls Differentiation AD dementia versus controls

Median [IQR] Median [IQR] Fold change AUC (95% CI) Cutoff %Sens %Spec

P-tau181 Eli Lilly 11.1 [10.4–13.6] 6.1 [5.1–7.4] 1.8 0.938 (0.872–1.000) 8.6 100 89

P-tau181 ADx 37.6 [28.8–48.6] 13.2 [10.3–17.6] 2.9 0.988 (0.969–1.000) 24 100 92

P-tau181 Quanterix 3.4 [2.7–4.1] 1.6 [1.4–2.2] 2.0 0.936 (0.885–0.987) 2.2 100 78

P-tau217 Eli Lilly 0.7 [0.6–0.9] 0.17 [0.14–0.2] 4.1 0.995 (0.987–1.000) 0.42 92.5 100

P-tau231 ADx 7.3 [5.6–9.1] 5.5 [4.5–6.9] 1.3 0.719 (0.607–0.831) 4.7 95 43

P-tau231 Gothenburg 15.3 [13.9–19.8] 10.3 [8.9–11.9] 1.5 0.943 (0.896–0.991) 13.4 89 90

Fig. 4 ROC curves discriminating between controls and AD dementia for the six P-tau assays. P-tau: phosphorylated tau
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Analytically, the average parallelism responses for all 
assays were within the acceptable ranges, indicating good 
parallelism. Generally, parallelism indicates whether 
binding abilities of antibodies to endogenous P-tau iso-
forms is similar to the recombinant P-tau or synthetic 
P-tau peptide that is used as calibrator in the assays. For 
the dilution linearity, all P-tau assays showed acceptable 
dose-response linearity above their LLOQs. Particularly, 
P-tau217 Eli Lilly showed the broadest dilution linear-
ity range. The range was slightly narrower for P-tau181 
Quanterix and P-tau231 ADx and was narrowest for 
P-tau181 Eli Lilly, P-tau181 ADx, and P-tau231 Gothen-
burg. Narrow dilution ranges indicate that plasma matrix 
and/or sample diluent affect the detectability of P-tau 
isoforms differently; thus, sample dilution might affect 
accuracy and precision. The spike recoveries of the low, 
intermediate, and high spikes were all within the accept-
able ranges for the P-tau217 Eli Lilly assay, while the 
recovery of one or more spikes deviated with the other 
assays. Deviations in recovery responses might suggest 
that the assay responds differently to endogenous and 
recombinant protein or synthetic peptide or that there is 
interference from biological samples leading to less accu-
racy in detecting true concentration differences between 
samples. Taking all results of the analytical performance 
of the assays together, P-tau181 Quanterix might be the 
favored assay, since precision profiles were robust, along 
with good parallelism, dilution linearity, and recovery. 
However, it is to note that all five other assays showed 
good analytical performance, and the prototype status 
of the assays should be considered as well. Especially, the 
P-tau217 had robust analytical performance (parallelism, 
linearity, recovery); however, the precision profiles on 
the clinical sample measurements showed less accuracy 
for measurements in low concentration samples (i.e., the 
controls).

Clinically, all P-tau181, P-tau217, and P-tau231 Goth-
enburg results correlated strongly with each other, while 
P-tau231 ADx correlated only moderately with the other 
results. The three P-tau181 assays and P-tau217 Eli 
Lilly and P-tau231 Gothenburg assays performed excel-
lent in discriminating between controls and patients 
with AD dementia, with AUCs > 0.93, while the proto-
type P-tau231 ADx assay performed moderately with 
AUC = 0.72. The high AUCs observed for discriminat-
ing patients with AD dementia and controls with plasma 
P-tau181, P-tau217 Eli Lilly, and P-tau231 Gothenburg 
assays are in line with several previous reports in large 
cohorts using the same reagents but employing the MSD 
platform [4, 8, 16, 18, 26–28]. Likewise, the high AUC 
obtained with the P-tau181 Quanterix assay is in line 
with recent publications using a homebrew assay that 
employs the same antibodies as the Quanterix assay [5, 

9]. Interestingly, in our study, the prototype P-tau231 
ADx only moderately associated with AD, which con-
tradicts the findings presented in this paper with the 
P-tau231 Gothenburg assay, or findings published earlier 
[11]. The assay set-up of the P-tau231 ADx is not exactly 
the same as the P-tau231 Gothenburg assay set-up, with a 
different antibody used as the detector and differences in 
terms of diluents used and assay conditions, such as rea-
gent incubation times. It remains to be investigated if this 
difference in detector antibody or the differences in the 
assay set-ups explain the difference in clinical findings 
between the assays.

Tau proteins are generated from the same gene, and 
subsequently subjected to post-translational modifica-
tions, such as phosphorylation at different sites, pro-
ducing different forms (e.g., P-tau217, P-tau181, and 
P-tau231). Some post-translational modifications were 
reported to occur at earlier stages of the AD disease pro-
cess in the brain tissue [29]. Therefore, it was suggested 
that different P-tau forms might be favorable in differ-
ent contexts of use, for example specifically to investigate 
ongoing AD pathology in cognitively unimpaired individ-
uals or to discriminate patients with AD dementia from 
patients with other types of dementia. Recently, using a 
mass spectrometry approach that simultaneously quanti-
fies different P-tau forms, the different phosphorylation 
sites that are quantified in this study were not phos-
phorylated to the same degree, with phosphorylation 
of P-tau181 present to a high degree in plasma and CSF 
of controls and with a relative small increase in patients 
with AD, while P-tau217 seems to be phosphorylated to 
a very low degree in controls, while the increase in AD 
is high [6, 17]. This suggests that P-tau217 might be a 
more sensitive marker than P-tau181 for AD pathological 
changes. However, our data did not support this, since 
AUCs for P-tau181 ADx were similar to P-tau217 Eli 
Lilly. A recent study [11] reported that plasma P-tau231 
Gothenburg had similar clinical performance as the 
P-tau181 Simoa assay [5], similar to the findings or our 
current work. From our study, it cannot be excluded 
that technical differences between P-tau assays, such as 
antibodies and binding specificity may underlie subtle 
differences observed in large clinical comparison stud-
ies. In addition to analytical robustness and clinical 
validity, there are also other factors to consider, such as 
widespread availability for research and clinical settings, 
which usually occurs through commercialization. At this 
point, only the P-tau181 Quanterix is commercially avail-
able as a research assay. The five prototype assays com-
pared in this study showed promising results in terms 
of analytical and clinical validity; thus, their further 
development into commercial products will be impor-
tant, to make these assays available to the wide research 
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community. Improvement of assay sensitivity to increase 
measurement precision in the low concentration ranges 
will be important for the assays with many control sam-
ples measured below the LLOQ, and buffer adjustments 
to decrease matrix effects is needed to improve recovery 
results.

A particular strength of our study is the extensive sys-
tematic analytical validation in EDTA plasma samples 
in one clinical research laboratory, allowing to directly 
compare the performance of the six novel ultrasensi-
tive Simoa P-tau assays. Extensive comparison of clini-
cal contexts of use of different P-tau assays is subject of 
several ongoing efforts, but none compared the analytical 
robustness yet.

Limitations
Regarding the limitations, we did not include all pos-
sible assays that arise in this quickly emerging field. For 
example, we did not include the in-house set-up of the 
P-tau181 assay as described by Karikari et al. [5], due to 
suboptimal technical performance of this assay in our lab 
during pilot testing. However, it is noted that this same 
pair of antibodies is used in the commercial P-tau181 
Quanterix assay. Moreover, we did not compare the 
Simoa and MSD set-ups for the Eli Lilly assays. Therefore, 
we cannot conclude if Simoa had added value in terms 
of increasing assay sensitivity of the MSD assay set-ups. 
In addition, studies assessing the commutability of the 
assays, using reference materials for the harmonization 
of plasma P-tau measurements, will further improve our 
understanding of potential differences between plasma 
P-tau assays for clinical use over the Alzheimer’s contin-
uum. Furthermore, the clinical sample set was small and 
exploratory, limiting the conclusions pertaining to differ-
ent possible clinical contexts of use. Finally, our controls 
were not confirmed to be negative for ongoing amyloid 
pathology as no brain amyloid PET or CSF amyloid-
beta42 data was available for these participants. How-
ever, since all samples were measured with all assays, this 
should not affect our comparative analyses.

Conclusions
In conclusion, all investigated assays showed robust ana-
lytical performance, and all yielded accurate clinical dis-
crimination, except the current version of P-tau231 ADx 
assay. Differences in the analytical performance of the 
six P-tau assays may underlie subtle differences observed 
in clinical comparison studies, including in our current 
work.
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